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==========================

Diabetes Mellitus is a non-communicable disease reaching epidemic proportions globally. Both type 1 and type 2 diabetes show a direct relationship between the glycemic control and the risk of systemic complications. The American Diabetes Association (ADA) promotes self-monitoring of blood glucose (SMBG) to allow diabetic patients to achieve and maintain specific glycemic goals.

ADA recommends that all insulin-treated patients perform SMBG to (a) achieve and maintain glycemic control, (b) prevent and detect hypoglycemia, (c) adjust changes in lifestyle. SMBG is also used in establishing the need for insulin therapy in gestational diabetes mellitus.

With the introduction of glucometers, there has been an ongoing, competition-driven development in both meter and strip technology, which has allowed for greater accuracy and reliability of results. However, despite the advances in technology, there is significant variation among these monitoring devices, which has necessitated the development of performance guidelines by organizations such as the ADA\[[@ref1][@ref2]\] and the International Standardization Organization (ISO). The ISO guidelines recommend that the accuracy criteria for values \<100 mg/dl to ±10 mg/dl and ±20% for values ≥100 mg/dl. However, the ADA recommends a ±5% variation for all values.\[[@ref3][@ref4]\]

Glucometers which are available in hospital settings are different from the portable glucometers used by patients at home and are not available in the open market due to marketing policies. The methods used for the estimation of blood glucose levels are similar in both the hospital based and out-patient glucometers. However the hospital based glucometers are modified taking into consideration various other parameters such as pH, oxygenation, temperature, humidity, hematocrit, hyperlipidemia, etc., Different glucometers use different principles for estimation of blood glucose levels. Some use glucose oxidase-peroxidase (GOD-POD) enzyme while some use the glucose dehydrogenase (GDH) enzyme for the estimation of blood glucose. The cost of the various glucometers and their strips also vary. We have chosen six commonly used glucometers (three hospital based and three outpatient based) and compared their reading with the laboratory values. The laboratory estimation of plasma glucose levels is based on GOD-POD method.
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=================================================

This audit was conducted at P.D. Hinduja National Hospital, a 350-bedded tertiary care hospital located in Mumbai. The primary objective of the study was to compare the accuracy and efficacy of six glucometers commonly used in the hospital and out-patient settings. Three hospital based glucometers-Breeze 2 by Bayer, Accuchek Performa by Roche, SureStep by Johnson and Johnson and three from the out-patient setting glucometers-Contour TS by Bayer, Accuchek Active by Roche, One touch ultra 2 by Johnson and Johnson were compared with the laboratory readings.

A total of 105 patients were randomly selected from out-patient and inpatients settings. Efforts were made to cover all ranges of plasma glucose in the samples that were collected. Glucose levels were estimated in fasting and post prandial state from diabetic and non-diabetic patients. Upon phlebotomy, the whole blood venous sample was dropped in six different glucometers and the same venous sample was sent to the laboratory for analysis of glucose levels. The blood sample was analyzed within sixty minutes of collection by the reference laboratory GOD-POD method (Synchron Lx Systems). The calibration and the use of the glucometer strips were done according to the manufacturer instructions.

The Johnson and Johnson One-touch SureStep^®^ and one touch Ultra 2 test strips employs a dry reagent technology based on the GOD method, which is specific for D-glucose. When a small drop of whole blood is applied to a SureStep^®^ strip, GOD on the strip triggers the oxidation of glucose in the blood sample producing gluconic acid and hydrogen peroxide. POD on the test strip then causes the hydrogen peroxide to react with dyes to produce a blue color in the presence of oxygen. This blue color is visible through the confirmation dot on the back of the test strip. The color intensity of this dot, which is directly proportional to the level of glucose is measured and reported as a plasma-calibrated glucose result. The manufacturer\'s packaging insert stated that this strip method system was compared with that obtained from the YSI 2700 glucose analyzer to obtain the calibration curve.

The Accuchek Performa^®^ and Active (Roche Diagnostics) is a new generation blood glucose strip that uses both AC and DC current to measure blood glucose levels in capillary blood. It utilizes GDH via a pyrroloquinoline mediator to measure glucose levels in the sample, which are in turn reported based on internal strip specific calibration curves. This calibration curve has been constructed using a plasma (glucose hexokinase) reference method.

The Breeze 2 and Contour TS (Bayer Health Care) is a third generation glucose monitoring system. The Breeze 2 uses autodiscs which uses GOD enzymes to measure glucose. It requires 1 μl of blood with auto calibration. The Contour TS uses the GDH-flavin adenine dinucleotide chemistry with capillary filling test strips. Both these meters use the electrode biosensor method for glucose analysis. The strip contained GOD and an electron transfer mediator, ferrocene, which replaced oxygen in the original GOD reaction; the reduced mediator was reoxidized at the electrode to generate a current detected by an amperometric sensor.

The laboratory uses a Synchron system which determines glucose concentration by an oxygen rate method employing a Bechman Coulter oxygen electrode. A precise volume of the sample is injected in a reaction cup containing a GOD solution in a fixed proportion (ratio: 1 part sample: 76 parts reagent). The peak rate of oxygen consumption is directly proportional to the concentration of glucose in the sample.

R[ESULTS]{.smallcaps} {#sec1-3}
=====================

A total of 105 patients were included in this study. Of these 63 were males and 42 were females. The mean age was 44.8 years (range 20-70 years). The standard deviation for in-patient and out-patient glucometers is summarized in Tables [1](#T1){ref-type="table"} and [2](#T2){ref-type="table"} respectively.

###### 

Standard deviation of inpatient glucometers
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Standard deviation of outpatient glucometers
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The accuracy of glucometers was determined using correlation coefficient \[Graphs [1](#F1){ref-type="fig"} and [2](#F2){ref-type="fig"}\] and Bland Altman scatter plots \[Graphs [3](#F3){ref-type="fig"}-[8](#F8){ref-type="fig"}\]. The correlation coefficient data of in-patient and out-patient glucometers is shown in Tables [3](#T3){ref-type="table"} and [4](#T4){ref-type="table"} respectively.

![Correlation of Performa, Breeze 2 and SureStep with laboratory](IJEM-17-688-g003){#F1}

![Correlation of Contour, Active and Ultra 2 with laboratory](IJEM-17-688-g004){#F2}

![Scatter plot of Performa, Breeze 2 and SureStep with laboratory for values \<100](IJEM-17-688-g005){#F3}

![Scatter plot of with laboratory Contour TS, Active and Ultra 2 for values \<100](IJEM-17-688-g006){#F4}

![Scatter plot of Breeze 2, Performa and SureStep with laboratory for values ≥100](IJEM-17-688-g007){#F5}

![Scatter plot of Contour TS, Active and Ultra 2 with laboratory for values ≥100](IJEM-17-688-g008){#F6}

![Scatter plot of Breeze 2, Performa and SureStep with laboratory with 5% variability](IJEM-17-688-g009){#F7}

![Scatter plot of Contour TS, Active and Ultra 2 with laboratory with 5% variability](IJEM-17-688-g010){#F8}
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Correlation coefficient of inpatient glucometers
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Correlation coefficient of outpatient glucometers
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The extent to which the glucometers deviated from the reference method is represented in the Bland Altman scatter diagram. The sub analysis was performed to laboratory values \<100 mg/dl \[Graphs [3](#F3){ref-type="fig"} and [4](#F4){ref-type="fig"}\] and ≥100 mg/dl \[Graphs [5](#F5){ref-type="fig"} and [6](#F6){ref-type="fig"}\].

ADA allows only 5% variability when compared to the laboratory values. We analyzed our data using this criterion and found that it was not practical as it was too stringent and most of the values were falling outside the valid range \[Graphs [7](#F7){ref-type="fig"} and [8](#F8){ref-type="fig"}\].

Clarke error grid analyses {#sec2-1}
--------------------------

This is an internationally recognized way of evaluating the compatibility of a blood glucose self-monitoring system with a laboratory reference.\[[@ref5]\] Evaluation is based on comparison of clinical consequences using the test strip method and the reference. This analysis partitions the total blood glucose range into zones, based on the effects of glucose variations on diabetes treatment.

Zone A: Results to clinically correct treatment decisions either in hypoglycemia or hyperglycemia range.Zone B: \>20% deviation from the reference; represents values that would lead to benign or no treatment error.Zone C: Represents values would lead to treatment decisions opposite to that called for by the blood glucose levels.Zone D: Represent a failure to detect and treat errors.Zone E: Is a clinically more serious error zone, glucose meter generated values that failed to detect hypoglycemia or hyperglycemia. Values are opposite the reference values resulting in corresponding treatment decisions opposite to those needed.

In our study, we found the following results in the error grid analysis \[Tables [5](#T5){ref-type="table"} and [6](#T6){ref-type="table"}\].
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Error grid analysis of inpatient glucometers
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Error grid analysis of outpatient glucometers
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All the glucometer readings were in Zone A, B or C and none in Zone D or E. However among the indoor glucometers, Accucheck performa had maximum readings in Zone A and none in Zone C, D or E. Similarly among the outdoor glucometers, Johnsons One Touch Ultra had maximum readings in Zone A \[Graphs [9](#F9){ref-type="fig"} and [10](#F10){ref-type="fig"}\].

![Clarke error grid analysis of Breeze 2, Performa and SureStep](IJEM-17-688-g015){#F9}

![Clarke error grid analysis of Contour TS, Active and Ultra 2](IJEM-17-688-g016){#F10}

D[ISCUSSION]{.smallcaps} {#sec1-4}
========================

Self-monitoring of blood glucose using reagent impregnated strips is a simple and integral component of Diabetes care and management. The precision and accuracy of glucometers have improved over the years. However there are still concerns regarding the standardization of the glucometers. We chose to analyze these glucometers with the ISO criteria, as among the various guidelines it seemed to be more practical. Precision of 5% as proposed by ADA appears to be impractical to achieve. It can be adjudicated from our results that the glucometers available for out-patient care are far better in terms of accuracy and precision as compared to glucometers available for in-patient care at least in research settings. The limitations of this study are that other parameters that alter or affect the glucometer readings such as hematocrit, temperature, hypoxia etc., were not studied. Furthermore the study sample was small. Validation of glucometers allows medical personnel and patients to choose the glucometers more objectively, thereby improving the quality-of-care.
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